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Disclosure to Promote the Right To Information 

Whereas the Parliament of India has set out to provide a practical regime of right to 
information for citizens to secure access to information under the control of public authorities, 
in order to promote transparency and accountability in the working of every public authority, 
and whereas the attached publication of the Bureau of Indian Standards is of particular interest 
to the public, particularly disadvantaged communities and those engaged in the pursuit of 
education and knowledge, the attached public safety standard is made available to promote the 
timely dissemination of this information in an accurate manner to the public. 




Mazdoor Kisan Shakti Sangathan 
"The Right to Information, The Right to Live'' 
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0. FOREWORD 

0.1 This Indian Standard was adopted by the Indian Standards Institu- 
tion on 12 February 1968, after the draft finalized by the Hospital 
Equipment Sectional Committee had been approved by the Consumer 
Products Division Council. 

0.2 The formulation of Indian Standards on hospital equipment has been 
taken up at the instance of the Advisory Committee for Development of 
Surgical Instruments, Equipment and Appliances, Government of India. 

0.3 This standard is one of a series of Indian Standards on hospital 
furniture. Other specifications in the series are: 

IS : 4035-1967 Trolleys, stretcher 

18:4036-1967 Trolleys, patient 

IS : 4037-1967 Stretcher and stretcher carriers 

IS : 4266-1967 Lockers, bedside 

IS : 4267-1967 Stands, wash-hand basin 

IS : 4455-1967 Trolleys, soilen linen 

IS: 4458-1967 Screens, bedside 

0.4 In preparing this standard, assistance has been derived from 
B,S. 2483 : 1954 * Specification for overbed tables for use in hospitals ' issued 
by the British Standards Institution. 

0.5 In some of the clauses of this standard, reference has been made to 
IS : 4033* and IS : 4034t which are under preparation. Until these 
standards are published, the requirements in such clauses shall be subject 
to agreement between the concerned parties. 

0.6 This standard contains clauses 2*1 and 5.1 which call for agreement 
between the purchaser and the manufacturer. 

0.7 For the purpose of deciding whether a particular requirement of this 
standard is complied with, the final value, observed or calculated, express- 
ing the result of a test, shall be rounded oflf in accordance with 
IS : 2-1960$. The number of significant places retained in the rounded off 
value should be the same as that of the specified value in this standard. 

* General requirements for hospital furniture ( under preparation ). 
fSpecification for castors for hospital equipment ( undtr preparation ). 
{Rules for rounding off numerical values ( revised). 
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1. SCOPE 

1.1 This standard lays down the requirements of fixed height overbed 
tables used in hospitals and other similar institutions. 

2. TYPES 

2.1 The overbed tables shall be of the following two types: 

Type 1 — Overbed table with top mounted on tubular metal frame- 
work having legs over the bed or over the ground as desired by 
the purchaser ( see Fig. 1 and 2 ). 
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SECTION XX 




General tolerance on dimensiona: ±5 

All dimensions in millimetres. 

Fio. 1 Overbed Tablb 
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Type 2 — Overbed table with top mounted on a tubular metal 
framework and having legs fitted with castors ( see Fig. 3 }. 
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SECTION XX DETAIL AT Y 
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General tolerance on dimensions: f 5 
All dimensions in millimetres. 

Fio. S Overbed Table 



3. MATERIAL 
3.1 Framework - 



- shall be according to 2.1 of IS : 4033"^. 



3.2 Top — It shall be of rust-resisting or rust-proof metal, 
conform to 2.2 (a) and (c) of IS : 4033*^. 

3.3 Gutors — shall be according to IS : 4034t. 

^General requirements for boq>ital furniture ( wnderpnpanMm ). 
♦S p cd to tion for castors lor hoqnul equipment ( under pnpefotm). 



It shall also 
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4. DIMENSIONS 

4.1 The main dimensions of the overbed tables shall be as given in Fig. 1 
to 3. 

4.2 The tube used for framework shall have a' thickness of 1*22 mm and 
outside diameter 22*22 mm. For tie bars the tube shall have a thickness of 
1*22 mm and outside diameter 15*88 mm. 

4.3 The metal sheets used for the top shall have the following thickness: 

Material Thickness 

mm 
Mild steel 1*00 

Aluminium 1 *25 

5. MANUFACTURE 

5.1 Overbed tables shall have a framework of continuous length mild steel 
tubes as shown in the figures. The tubes shall be so bent to act as tie bars 
{see Type 1 overbed tables ). However, in case of Type 2 overbed table, 
the two pairs of legs of the table shall be connected by tie rods as shown in 
Fig. 3. The sheet metal top shall be attached to the longitudinal members 
of the framework by rolling over and soldering or shall be otherwise 
securely fastened to the framework. When employing mild steel for top, 
it may be superimposed with laminated sheet instead of the finish specified, 
if so required by the purchaser. The rest of the details shall be 
according to 4,1 of IS : 4033*. 

5.2 Castors — Overbad table Type 2 shall be provided with four castors. 
For rest of the details 4.2 of IS : 4033* shall apply. 

6. FINISH 

6.1 The finish shall be in accordance with 5 of IS : 4033*. 

7. TEST 

7.1 The test shall be as specified in 6 of IS : 4038*, but the performance 
shall be determined without putting any additional load on the overbed 
table ( this test is only applicable for Type 2 tables ). 

8. MARKING 

8.1 The marking shall be as specified in 7 of IS : 4033*. 

9. PACKING 

9.1 The packing shall be as specified in 8 of IS : 4033*. 
^General requirements for hospital furniture ( under pr^paraiien ). 
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AMENDMENT NO. 1 JANUARY 199« 

TO 

IS 4494 : 1968 SPECIFICATION FOR TABLES, 

OVERBED 

( Page 5, clause 3Jt ) ~ Substitute the followiQg for tbe txiating chuse: 

'32 Top — It shiO be made of one mm miM iteel sheet oveilapped either by 
stainless steel sheet of minimiim 0J5 mm thickness or aluminium sheet of one 
mm thickness hsving 10 mioon snodk: costing as per Glide AC 10 of IS 1868 : 
1982/ 

( Page 6, clause 4.2 ) -^ Substitute the foltowing for the existing cisuse: 

*42 The tube used for fiamework shsll hsve thfckness of 2JS mm sad outside 
dismeter of not less than 26.9 mat For tie btis the tube shsll hsve the thickness 
of 2.00 mm snd outside dismeter of not less thsn 213 mm/ 

( Page 6, clause 43, Informal table ) — Substitute the folkywiqg for tbe 
existing tsbie: 

Maierial Tfuckness 

mm 

MiM steel 1.00 

Aluminium 1.25 

Stsinless steel 03 



(MHD14) 
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